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Abstract

Background: Finite element simulation has been used in last years for analysing the
biomechanical performance of post-core restorations in endodontics, but results of
these simulations have been interpreted in most of the works using von Mises stress
criterion. However, the validity of this failure criterion for brittle materials, which are
present in these restorations, is questionable. The objective of the paper is to analyse
how finite element results for brittle materials of endodontic restorations should be
interpreted to obtain correct conclusions about the possible failure in the restoration.

Methods: Different failure criteria (Von Mises, Rankine, Coulomb-Mohr, Modified
Mohr and Christensen) and material strength data (diametral tensile strength and
flexural strength) were considered in the study. Three finite element models (FEM)
were developed to simulate an endodontic restoration and two typical material tests:
diametral tensile test and flexural test.

Results: Results showed that the Christensen criterion predicts similar results as the
Von Mises criterion for ductile components, while it predicts similar results to all
other criteria for brittle components. The different criteria predict different failure
points for the diametral tensile test, all of them under multi-axial stress states. All
criteria except Von Mises predict failure for flexural test at the same point of the
specimen, with this point under uniaxial tensile stress.

Conclusions: From the results it is concluded that the Christensen criterion is
recommended for FEM result interpretation in endodontic restorations and that the
flexural test is recommended to estimate tensile strength instead of the diametral
tensile test.

Background
Advances in endodontic restoration in dentistry have generalized the use of prefabri-

cated posts for restoring devitalized teeth, especially when the coronal tooth structure

is severely damaged [1]. The artificial post connects to the core over which is placed

the restored crown, helping the transmission of the dental loads from the coronal

structure to the root.

In recent decades, finite element (FE) simulation has been increasingly employed for

analysing the biomechanics of the post-core endodontic restorations [2-13]. FE simula-

tion has the advantage that random variability is avoided, unlike experimental in vitro

tests. Moreover, the results obtained from a finite element model (FEM) of the

restored system contain information about the stress distribution of each component
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of the restoration, instead of only a single value of failure load typical of in vitro

results.

A correct interpretation of FEM results should be based on the stresses and strength

of each component in the system. To obtain accurate conclusions from this interpreta-

tion, three conditions must be fulfilled: first, stress values must be reliable, i.e., the

FEM should adequately represent the real system; second, strengths of the different

materials present in the model must be known; third, an adequate failure criterion

must be used to compare values of computed stresses, which are bi-axial or tri-axial,

with material strengths frequently obtained under conditions of uniaxial stress state

(tension or compression). The first condition is progressively approached with three-

dimensional models, with finer meshes and more components represented in the sys-

tem, although a good representation of bonded interfaces is difficult due to its small

thickness. Moreover, some uncertainty exists about some of the material elastic prop-

erties. In addition, for most models all materials are considered to have linear isotropic

behaviour, though this is a simplification for components such as dentine or fibre

posts. However, the second and third conditions are not met in most previous work:

the second due to the lack of consistent and complete data about the strength of some

dental materials; the third due to the absence of a post-hoc analysis of failure in each

component of the FEM or the use of the Von Mises equivalent stress as the reference

value for this analysis. It is known that the Von Mises criterion is only valid for ductile

materials with equal compressive and tensile strength [14], but materials exhibiting

brittle behaviour such as ceramics, cements or resin composites are used frequently is

these restorations. Even dentine presents reported values of compressive strength sig-

nificantly greater than tensile strength [15].

Little research has been devoted to the interpretation of FEM results in post-core

restorations. Most previous work has analysed the results of FE simulations from Von

Mises maximal stresses [4-6,8,9,11-13,16]. The prevalent use of the Von Mises criterion

is probably associated to the fact that this is the normal criterion for most engineering

analyses, which usually deal with ductile materials such as steel or aluminium. All the

commercial FE programs include this criterion as one of the default outputs in their

post-processing modules. Moreover, this criterion makes it possible to talk in terms of

an equivalent Von Mises stress, which is directly comparable to tensile strength and is

thus a nice, simple failure criterion. For brittle materials, however, it is not possible to

obtain an equivalent stress from the stress tensor, regardless of the material strengths,

so that it can be compared with a strength value, because the compressive strength is

normally different and greater than the tensile strength. To make up for this, some

authors suggest the use of the Rankine or Maximum Normal Stress criterion to evalu-

ate the failure in dentine, using the maximum principal stress to analyse the results

[17,18]. Others analyse results of shear stress in the post-dentine interface, indicating

that this value should be compared to the reported shear bond strengths to evaluate

the risk losing retention [4,5]. Dejak et al. [19] applied the Tsai-Wu criterion for aniso-

tropic materials to dentine, enamel and resin composites in molars with ceramic inlays.

DeGroot et al. [14] compared three criteria to analyse FEM results in composite resin:

Von Mises, a modified Von Mises criterion presented by Williams [20], and the Drü-

ker-Prager criterion, concluding that Drüker-Prager is more suitable to describe the

failure of this material. Recently, Christensen [21] proposed a unified failure criterion
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for ductile and brittle materials, which is equivalent to the modified Von Mises criter-

ion proposed by Williams with an additional modification for brittle materials, and

demonstrated some unrealistic behaviour of the Drüker-Prager and Coulomb-Mohr

criteria under some important stress states.

Regardless of the failure criterion, reliable information about compressive and tensile

strengths is needed for each material in the restoration. The compressive strength is

usually obtained experimentally by a compressive test using cylindrical specimens.

Tensile strength is obtained by applying an axial pulling force over specimens with a

cylindrical or rectangular cross section and is a typical test for metals and other ductile

materials. This type of test, however, is rarely used for brittle materials. Technical pro-

blems related with gripping and aligning the brittle specimens are often cited as an

explanation for not measuring the tensile strengths [22,23]. Alternatively, the diametral

tensile test (DTT) is commonly used to obtain a diametral tensile strength (DTS)

[23-26] because of its simplicity and reproducibility [27]. The DTT is performed by

compressing a cylindrical specimen with its axis being perpendicular to the load direc-

tion. Tensile strength can also be obtained indirectly as a flexural strength (FS) with

three or four point flexural tests (FT) [23,25]. However, DTS and FS are obtained in

loading states that are not uniaxial and the results of these tests are not equivalent, as

numerous previous works have shown for different dental materials [22,23,25,28,29].

Despite this, DTS and FS, have been used interchangeably in recent works as a refer-

ence to compare to computed maximal stresses in finite element models of dental

restorations [30,31].

The objective of this paper is to discuss the problem of interpreting finite element

results of the simulation of dental restorations and to propose some rules to do this

interpretation correctly, with special attention to the failure criteria in brittle compo-

nents. Additionally, the relationship between DTS and FS is analysed and the proce-

dure for the correct use of these values for the failure criteria of brittle materials is

discussed.

Methods
Different failure theories employed in mechanical analyses were compared in this study

to determine how suitable they were for use during the interpretation of FE results in

dental restorations. These theories were: Von Mises (VM), Rankine (R), Coulomb-

Mohr (CM), Modified Mohr (MM) and Christensen (C). All of these theories combine

principal stresses at a point in a solid (s1, s2, s3) with the compressive strength (CS)

and tensile strength (TS) of the material to obtain a safety factor (SF) at this point.

Safety factor values lower than unity indicate that the material is prone to have a

mechanical failure at this point, and values greater than unity indicate a safe condition

at this point. All of these criteria are used in mechanical engineering texts [32], except

the Christensen criterion, which has only been recently presented in the literature [21].

These criteria are formulated below, with s1 ≥ s2 ≥ s3 and CS ≥ 0, TS ≥ 0.

The Von Mises stress criterion is used for ductile materials considering only TS in

its formulation because in most ductile materials TS is similar to CS, and is expressed

as:

Pérez-González et al. BioMedical Engineering OnLine 2011, 10:44
http://www.biomedical-engineering-online.com/content/10/1/44

Page 3 of 16



SFVM =
TS√−3 · J2

(1)

where J2 is the second invariant of the deviatoric stress tensor:

J2 = −1
6

[
(σ1 − σ2)2 + (σ1 − σ3)2 + (σ2 − σ3)2

]
(2)

The rest of criteria use the two mechanical properties, TS and CS, in their formula-

tion. Rankine stress criterion can be expressed as:

SFR = min
(

TS
max(0, σ1)

,
CS

max(0, −σ3)

)
(3)

The Coulomb-Mohr criterion is used for brittle materials where the maximum prin-

cipal stress is positive (s1 ≥ 0) and the minimal principal stress is negative (s3 ≤ 0),

whereas the Rankine criterion is used in other situations. The Coulomb-Mohr criterion

is formulated as:

SFCM = min

⎛
⎜⎜⎝SFR,

TS

max
(

0, σ1 − 1
k
σ3

)
⎞
⎟⎟⎠ (4)

where k represents the ratio between the compressive and tensile strength of the

material:

k =
CS
TS

(5)

The Modified Mohr criterion includes a modification of the Coulomb-Mohr theory

to better fit experimental data and is expressed as:

SFMM = min

⎛
⎜⎜⎝SFR,

TS

max
(

0,
(k − 1)

k
σ1 − 1

k
σ3

)
⎞
⎟⎟⎠ (6)

The Christensen criterion, recently presented in the literature [21], is valid only for

CS >TS. After some algebraic manipulation, the safety factor for this criterion can be

written, for ductile materials (considered ductile if TS >CS/2), as (see [14]):

SFC duc =
TS

(k − 1)
2k

· I1 −
√(

k − 1
2k

)2

· I2
1 − 1

k
· 3 · J2

(7)

where I1 is the first invariant of the stress tensor:

I1 = σ1 + σ2 + σ3 (8)

The expression in Eq. 7 reduces to the Von Mises criterion for materials with TS

equal to CS (k = 1). For brittle materials (TS ≤ CS/2), the Christensen criterion

includes an additional condition for failure under tensile state:
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SFC bri = min
(

SFC duc,
TS

max(0, σ1)

)
(9)

To compare these criteria, a hypothetical brittle material with TS = 100 MPa and CS

= 300 MPa, which is in the range of some brittle dental materials, was considered and

the different criteria were compared in a plane stress state.

Three different finite element models were developed in this work to analyse the

effect of failure criteria in the FEM results interpretation and to compare DTT and FT

for obtaining material properties to be used for these criteria. The CosmosWorks mod-

ule of the SolidWorks CAD/CAE system (Dassault Systèmes SolidWorks Corp., Con-

cord, MA, USA) and Nastran (MSC.Software Corporation, Santa Ana, CA, USA), were

used to solve the models.

The first FE model simulated a typical endodontic restoration of a maxillary central

incisor. The model was based on the geometry of a real maxillary central incisor

obtained by means of a 3D scanner. Pro ⁄ Engineer CAD system (PTC, Needham, MA,

USA) was used to generate, and later assemble, the geometries for all the components

included in the model. Figure 1 shows a longitudinal section of the geometrical model,

including all the components that were modelled, namely bone (cortical and trabecular

components), periodontal ligament (PDL), root, gutta-percha, post, cement, core, and

crown. The model was prepared with two different typical configurations in the coro-

nal dentine (one using a ferrule with a height of 1.5 mm and a diameter of 3 mm and

the other without a ferrule) to consider the possible effect of this factor. The mechani-

cal properties of the different components of the model were taken from the literature

and manufacturer data and are presented in Table 1. The Pro ⁄ Mechanica module,

available within Pro ⁄ Engineer, was used to generate a FE mesh from CAD geometry.

Solid tetrahedral elements were created with a mesh control to limit the maximal size

of the elements to 0.3 mm for all the components, except for the trabecular and corti-

cal bone where a maximal size of 1 mm was considered. The final model had almost

399,000 elements defined by approximately 69,000 nodes. As boundary conditions, the

displacements in the medial distal direction of all the nodes on the lateral surface and

all the displacements of the base of the components representing the bone were

restricted. A 300 N load was distributed over a small area of 8 mm2 on the palatal side

of the tooth, near the incisal edge. This load was applied with an angle of 50° to the

radicular axis, in the vestibular direction, as shown in Figure 1, to simulate real biting

forces. The analysis was carried out using the finite element analysis software applica-

tion MSC-Patran-Nastran. Similar models of endodontic restorations were used by the

authors in previous works [7,12] with results that agreed well with the experimental

data, thus confirming the fidelity of the model. Once the results of this model had

been obtained, different failure criteria (VM, R, CM, MM, C) were applied to every ele-

ment in the model to obtain the safety factor and the failure point predicted with each

criterion. Table 2 shows the TS and CS considered for the different materials.

The second model simulates a typical diametral tensile test (see Figure 2a) over a

cylindrical specimen of a brittle material. A diameter of D = 6 mm, typical for this

test, was considered for the specimen. Several models with different specimen thick-

nesses (t) were analysed to study the effect of the diameter-to-thickness ratio, which

was varied in previous works [23,29,33]. The material properties used for the specimen
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in the model simulate properties of ParaCore composite resin [34]: elastic modulus E =

7786 MPa and Poisson’s ratio ν = 0.3. For the upper and lower compression platens

the material properties of steel were considered: E = 206GPa, ν = 0.29.

For the FE meshing, the three symmetry planes of the model were applied (neglect-

ing the force of gravity) considering only 1/8th of the cylindrical specimen and adding

the consequent symmetry constraints (see Figure 2b). The mesh in the specimen was

refined progressively towards the contact area. The load, P, was uniformly distributed

on the upper plane of the compression platen and a contact condition between the

compression platen and the disc was included in the model. The magnitude of the

load P in each model was selected as a function of disc thickness (Table 3) to obtain a

Figure 1 Section of the tooth model with position of failure initiation points for the different
criteria. Longitudinal section of the geometrical model simulating a typical endodontic restoration of a
maxillary central incisor including the elements: bone (cortical and trabecular components), periodontal
ligament (PDL), root, gutta-percha, post, cement, core and crown. Position and orientation of the load
applied for the FE model to simulate a real biting force. Marks indicate position of the points with the
lowest SF in each component for the different criteria considered. A common mark was used for R, CM
and MM criteria when they predicted the critical point in the same position. Big squares indicate the area
predicted for failure initiation by the different criteria (VM: blue square, R-CM-MM-C: black square).
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DTS of 45 MPa, a value in the range of the reported strength of ParaCore resin com-

posite [34,35]. The DTS value is calculated as the tensile stress in the x-direction in

the disc diameter given by x = 0, z = 0, assuming plane stress and a point load [36]:

DTS = 2P
/
(π · D · t) (10)

where P is the failure load and t the disc thickness.

A third FE model was created for simulating a typical three-point flexural test (see

Figure 3a). A prismatic specimen of 2 × 2 × 25 mm was considered, according to ISO

4049 and a distance of 20 mm was used between supports. The same material proper-

ties of ParaCore were considered for the specimen with steel for the anvils of load

application and support. The load applied in this case was P = 6 N in order to obtain

a FS of 90 MPa, typical for ParaCore [34]. FS in a three-point flexural test is calculated

with:

FS = 3P · L
/(

2B · H2) (11)

where L is the distance between supports, and B and H the width and height of the

specimen section, respectively.

Figure 3b shows the mesh of the FEM representing only a quarter of the specimen,

taking advantage of the inherent symmetries. A refined mesh was used near the centre

of the specimen. Contact conditions between the anvils and the specimen were used in

the model.

FE models for DTT and FT were meshed and solved using CosmosWorks.

Results
Figure 4 shows the failure lines for the different failure criteria in a planar stress condi-

tion (s2 = 0) in a plot of maximum principal stress s1 against minimum principal

stress s3. Points inside the closed line of each criterion are safe points and points

Table 1 Material properties of the restored tooth model

Component (Material) Elastic Modulus (GPa) Poisson coefficient Reference

Root (dentine) 18.6 0.31 [3-5,8]

Gutta-percha 0.00069 0.45 [3-5]

Periodontal ligament 0.0689 0.45 [5,8]

Cortical bone 13.7 0.30 [3-5,38]

Trabecular bone 1.37 0.30 [3-5,38]

Post cement (resin cement) 18.6 0.30 Coltène Whaledent

Core (resin composite) 7.786 0.30 [34]

Crown (porcelain) 120 0.28 [4]

Post (stainless steel) 207 0.30 Coltène Whaledent

Table 2 CS and TS of materials, used for failure theories

Component (Material) TS (MPa) CS (MPa) Reference

Root (dentine) 106 297 [15]

Post cement (resin cement) 106 242 Coltène Whaledent

Core (resin composite) 90 230 [34]

Crown (porcelain) 121(*) 162 [25]

Post (stainless steel) 1436 1436 [39]
(*) estimated
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outside the line will fail under this load combination for the corresponding criterion.

The VM criterion, typical for ductile materials, presents quite different results com-

pared to other criteria, especially with negative principal stresses (3rd quadrant of the

plot). Typical criteria for brittle materials, such as CM and MM, are equivalent in the

1st and 3rd quadrant and similar in the 4th quadrant. The C criterion, used for a brit-

tle material (Eq. 9), is very similar to the MM criterion in the 4th quadrant, but quite

different in the 1st and 3rd ones, being more restrictive for positive principal stresses

(tension) and less for negative principal stresses (compression). From the comparison,

it is clear that in brittle materials, with CS greater than TS, the VM criterion would

produce very different results to CM or MM.

Table 4 shows SF and principal stresses at the most critical point for each compo-

nent of the restored tooth model with a ferrule, obtained with different failure criteria.

All of the criteria for brittle components (R, CM, MM) predict similar results and fail-

ure initiation at dentine (lowest SF). In contrast, the VM criterion predicts failure

initiation at the crown. The C criterion agrees with VM in the SF and failure point for

the post, which is made of stainless steel, a ductile material, and gives similar results to

R, CM and MM for the rest of components, which are brittle, with the exception of

the crown. Similar conclusions were obtained for the model without a ferrule, being

the failure initiation point in the same component for each of the failure criteria. Some

changes were registered in the SF of certain components when the ferrule was absent.

The component most affected by this change was the core, where the SF decreased

between 13% and 22%, depending on the failure criteria used; the changes in the SF

for other components, however, were small and always below 10%.

Figure 1 shows the approximate position of these critical points in each component

for the different criteria in the model of the restored tooth with ferrule. Big squares

Figure 2 Diametral tensile test (DTT). Geometry and parameters of a typical diametral tensile test on a
cylindrical specimen of a brittle material (a), and its corresponding FE model with three planes of
symmetry (b).

Table 3 Load values for DTT models as a function of disc thickness

t (mm) 1 2 3 4 5 6

Load (N) 424 848 1272 1696 2120 2544
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indicate the area for failure initiation of the system predicted by VM (in the crown)

and by the rest of criteria (in dentine, in the cervical area under tensile stresses).

Results show that the VM criterion predicts different failure positions in brittle compo-

nents (core, root, cement) compared to the rest of the criteria. As noted before, the C

criterion agrees with VM in the post and with other criteria for the brittle components

Figure 3 Three-point flexural test (FT). Geometry of a typical three-point flexural test (a) and its
corresponding FE mesh with two planes of symmetry (b).

Figure 4 Failure lines for different criteria and location of critical points for DTT and FT. Failure lines
for the different failure criteria in a planar stress condition (s2 = 0) in a plot of maximum principal stress s1
against minimum principal stress s3, for a hypothetical brittle material with TS = 100 MPa and CS = 300
MPa, together with the location of the critical points for DTT and FT with the different failure criteria.
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with the exception of the crown, where MM and R predict the lowest SF near the load

application area. A more detailed analysis of the results in the crown showed that the

SF for this component is similar in the loading area and on the lingual side of the cer-

vical area, where C and CM predict the failure, thereby indicating that both are critical

areas for this component. Similar values of the SF were also observed with the VM cri-

terion on the vestibular side of the cervical area and near the loading area.

Figure 5 shows the stress distribution in the x and y directions in DTT for a disc

thickness t = 3 mm. Stresses in the x-direction are mainly positive indicating tension

in this direction, except in the area near to the loading points where compressive stres-

ses are obtained. Tensile stress in a large area around the disc centre is near to 45

MPa, corresponding to analytical DTS (Eq. 10). However, tensile stresses greater than

this value are obtained in the lateral faces of the cylindrical specimen for z = t/2. Stres-

ses in the y-direction are compressive, and they are high compared to tensile stresses

in the x-direction. Stresses in the z-direction are small except in the load application

areas. Figure 5 also shows the areas where the different criteria predict failure initiation

in the DTT. The C criterion predicts initiation in the area with greater tensile stress,

while other criteria predict initiation near the loading area as a consequence of com-

pressive stresses.

Table 4 Safety Factor and principal stresses (in brackets, MPa) at the most critical point
for each component

Cement Dentine Post Crown Core

VM 3.96
(-2.3,-4.9,-30.2)

2.00
(57.6,7.2,4.0)

8.98
(2.0,-7.2,-161.2)

1.69
(-4.6,-12.2,-80.8)

7.76
(-3.0,-4.9,-15.2)

R 4.30
(24.6,10.8,1.3)

1.55
(66.9,23.4,20.1)

8.71
(-3.2,-10.7,-163.9)

1.79
(-10.6,-39.6,-91.3)

8.65
(10.2,2.9,-1.1)

CM 4.30
(24.6,10.8,1.3)

1.55
(66.9,23.4,20.1)

8.71
(-3.2,-10.7,-163.9)

1.78
(58.7,20.1,-12.8)

8.30
(10.2,2.9,-1.1)

MM 4.30
(24.6,10.8,1.3)

1.55
(66.9,23.4,20.1)

8.71
(-3.2,-10.7,-163.9)

1.79
(-10.6,-39.6,-91.3)

8.65
(10.2,2.9,-1.1)

C 3.89
(24.6,10.8,1.3)

1.30
(66.9,23.4,20.1)

8.98
(2.0,-7.2,-161.2)

1.97
(58.7,20.1,-12.8)

8.11
(10.2,2.9,-1.1)

Figure 5 Normal stress in the x-direction and y-direction in DTT. Normal stress distribution in the x-
direction (a) and y-direction (b) obtained in DTT for a disc thickness t = 3 mm, and location of predicted
failure initiation areas for different failure criteria (a).

Pérez-González et al. BioMedical Engineering OnLine 2011, 10:44
http://www.biomedical-engineering-online.com/content/10/1/44

Page 10 of 16



Figure 6 shows the effect of disc thickness in DTT on normal stress in the x-direc-

tion, sx, along the line defined by z = t/2, x = 0, y = [0, D/2] for the 6 cylindrical spe-

cimens of different thicknesses and the theoretical result obtained with the plane stress

hypothesis. As seen, the maximum value of sx increases with disc thickness. As

expected, the deviation from the plane stress theoretical constant value (45 MPa)

increases with disc thickness. Actually, the deviation from the theoretical value is large,

even for the thinner discs, when y tends to D/2.

Figure 7 shows normal stress in the z-direction for the three-point flexural test simu-

lation. The stress distribution is typical of bending, with compression in the upper face

and tension in the inferior face of the beam. The maximum tensile stress obtained is

85.0 MPa and shows a good agreement with the expected value (90 MPa). The maxi-

mum compressive stress is -178.7 MPa which is far from the theoretical value (-90

MPa) due to contact stresses. Normal stresses in other directions are small except near

the loading point. Figure 7 also shows the areas where the different criteria predict fail-

ure initiation in the FT. All criteria predict failure in the tensile area of the central sec-

tion except VM that predict failure in the compressive area.

The stress state (s3 vs. s1) of the critical points of the specimen for the DTT (t = 3

mm) and the FT predicted by each criterion compared with the failure lines for these

criteria with TS = 100 MPa, CS = 300 MPa is shown in Figure 4. It can be observed

that failure with FT, except for the VM criterion, is presented for a stress state with

near uniaxial tensile stress in the inferior part of the specimen, whereas a more com-

plex stress state is obtained with DTT regardless of the failure criterion considered.

Figure 6 Normal stress in the x-direction for DTT for the exterior diameter defined by z = t/2, x =
0. Normal stress in the x-direction, sx, along the line defined by z = t/2, x = 0, y = [0, D/2] for the six DTT
models with thicknesses from 1 mm to 6 mm, and the theoretical result obtained with the plane stress
hypothesis.
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Discussion
The use of FEM to simulate dental restorations has increased considerably in the

recent years, but a clear and correct procedure to interpret the results is needed to

obtain valid conclusions. Complex stress states are present at the different points of

the restoration requiring the use of failure criteria to determine whether these points

will fail under this stress combination. Two main factors affect the correct interpreta-

tion of the results: the selection of the failure criterion and the values of TS and CS

required for formulating this criterion.

Referring to the first factor, the results of the present work indicate that using the

VM criterion is not adequate to interpret results in brittle components because this

criterion is based only on TS. This conclusion is reinforced by the fact that, as has

been shown in the results section for the restored tooth simulation, the VM criterion

predicts failure at different locations compared to other criteria based on two proper-

ties (TS and CS) that are more adequate for brittle materials. A number of previous

studies simulating endodontic restorations have interpreted the results based on the

VM stress [4-6,8,12,13,16]. It can be concluded that some of these results should be

taken with caution. The Christensen criterion has the advantage of managing both

ductile and brittle materials with quite the same formulation, and the results of the

present work indicate that the use of this criterion in the simulation of the restored

Figure 7 Normal stress in the z-direction for FT. Normal stress in the z-direction for the three-point
flexural test simulation, and location of predicted failure initiation areas for different failure criteria.
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tooth produces equivalent results to VM for ductile components and to CM and MM

for brittle components. From the present results the authors recommend the use of

this criterion for interpreting FEM results in dental restorations.

The prevalent use of the VM criterion in previous works is probably due to the fact

that this is the usual criterion in the majority of engineering calculations and, also for

this reason, it is incorporated as the default criterion in most commercial FE packages.

The VM criterion makes it possible to perform a simple comparison between an

equivalent stress and the tensile strength of the material, but it is only correct for duc-

tile materials. The Christensen criterion has been presented quite recently in the litera-

ture [21], which explains why it is not present in commercial FE programs. For the

same reason, it is absent in previous FE works on Endodontics. The use of this criter-

ion involves some post-processing with the principal stresses and the TS and CS of the

different materials. In any case, if it is not possible to use the C criterion, other long-

established brittle criteria, such as CM or MM, are recommended instead of VM for

brittle materials.

The second important factor for interpreting FEM results is the definition of material

properties TS and CS. Obviously, a proper application of a failure criterion needs a

sufficiently accurate value of TS and CS. Usually, obtaining an accurate value of CS is

not problematic as it can be obtained from a simple compressive test. Dental materials

manufacturers normally supply this data. In contrast, obtaining an accurate value of

TS is not always easy. A direct tensile stress test is not suitable for brittle materials,

and hence, tensile strength is commonly obtained from indirect tests like DTT or FT.

As for DTT two main assumptions must be made to use the DTS value obtained

with Eq. 10 as an estimation of TS. First, it is necessary to assume a plane stress and

point load to obtain Eq. 10 [36], and second it is necessary to assume failure initiation

in the loading diameter and to neglect the effect of compressive stresses that are pre-

sent in the disc.

The first assumption of the plane stress hypothesis will be satisfactory only for very

thin specimen discs, t/D<< 1. Figure 6 shows that the maximum tensile stress value for

each case goes away from the theoretical plane stress value as relation t/D increases.

Only when t = 1 mm (t/D = 0.17) will the maximum tensile stress value obtained by

FEA (44.83 MPa) agree with the theoretical value (45 MPa). However, if t = 3 mm (t/

D = 0.5), the maximum tensile stress (77.0 MPa) is far from the expected value and for

thicker discs disagreement keeps growing. However, values of 0.5 for the thickness-to-

diameter ratio are usual in the literature [23,26,27,37], probably to avoid buckling, and

even greater values are used in some works, such as 0.8 [28] or 1.5 [29].

The second assumption is also difficult to justify. Figure 4 and Figure 5 show that

the predicted failure initiation point is dependent on the failure criterion considered

and that compressive stress is high for any of these possible failure points and cannot

be neglected. For plane stress, compressive stress in the disc centre is equal to three

times the tensile stress at this point, and this stress increases moving in the loading

diameter towards the load application point, similar to result obtained with FEA, as

shown in Figure 5. Neglecting this compressive stresses is equivalent to implicitly con-

sidering a failure criterion, not supported in the literature, given by max{s1, s2, s3} ≤

TS. From the results shown in Figure 4, it can be concluded that failure in DTT is

related to both tensile and compressive strengths, so the result of this test cannot be
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used to estimate TS. The situation is quite different for estimating TS from FS

obtained with a FT. The FS value is obtained as the maximum tensile stress obtained

in a flexural test for a simply supported beam (Eq. 11). To correctly apply Eq. 11, the

cross section dimensions of the specimen must be much smaller than its longitudinal

dimensions. The ISO 4049 standard defines appropriate test dimensions. FEA results

for FT (see Figure 7) show good agreement between the sz|max expected value

(90MPa) and the FEA value (85.3MPa). Although high compression values appear in

the contacts between the specimen and the anvils, that does not seem to be relevant

for the flexural test. Figure 4 and Figure 7 show that the failure initiation point is in

the part of the beam section under tensile stress, with a stress state near to uniaxial.

Moreover, in this case all the failure criteria except Von Mises (not valid for brittle

materials) predict failure at the same point.

Some works have reported differences between DTS and FS results for the same brit-

tle material [23,29]. Generally, the FS value is greater than DTS. Our simulations con-

firm this observation. Figure 4 shows that, assuming the Christensen failure criterion,

for a material with TS = 100 MPa and FS = 300 MPa, the DTS value will be lower

than 45 MPa and the FS will be near 100 MPa.

From previous analyses, it can be concluded that FS is a good estimation for TS in

brittle materials and can be used to interpret FEA results, whereas the DTS value is

not a good option because is not clearly correlated to TS. Comparison of in vitro DTS

of a material with tensile stresses experienced by a component of this material in a

FEA, to assess a possible failure, as was done in previous studies [31], cannot be con-

sidered correct from the results of this study.

The results of the FE simulation of the endodontic restoration (Figure 1) also con-

firmed the problems with the use of the VM criterion in brittle materials, because this

criterion predicts failure initiation points different to those observed with other criteria

that are better suited for use with brittle materials. All the criteria other than the VM

predicted the lowest SF in dentine, close to the interface with the crown, on the lingual

side of the cervical area. This area is subject to high tensile stress, thus causing fracture

of the dentine or the crown or loss of adhesion at the interface between crown and

dentine, as has been observed in previous in vitro studies [40,41].

The present study has some limitations, as it considers isotropic linear materials in

the restored tooth model. This assumption is common for most simulations, although

some materials present some anisotropic behaviour, such as dentine or some compo-

site materials with fillers. Moreover, some components, such as the PDL, introduce

non-linear behaviour into the biomechanics of the restored tooth system and this effect

is not included in our model, which is linear. Failure analysis for orthotropic or aniso-

tropic materials is not dealt with in the present work. The failure analysis in these

materials requires the use of more complex failure criteria [19] and material strength

data in different directions are necessary.

Conclusions
The following conclusions can be drawn from the present study related to the inter-

pretation of finite element results in simulations of dental restorations:
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In addressing the possible failure of the restored system, two main factors should be

considered: the strength of the different materials involved (tensile strength and com-

pressive strength) and the failure criterion to be used for each material.

The Von Mises criterion is a good option for ductile materials with equal tensile and

compressive strength, but it fails with brittle materials. From the results of the present

study we recommend the use of the Christensen criterion, which is valid for brittle

materials and is coincident with Von Mises for ductile materials.

Flexural strength is a good estimation for tensile strength used in failure criteria.

Diametral tensile strength should not be used in this context because failure under this

test is related to both tensile and compressive strengths of the material.

Acknowledgements and Funding
We acknowledge to our colleague Dr. Joaquin L. Sancho-Bru its support in the initial conception of the present work.
This work was supported by both the Spanish Government and the European Union (FEDER funds) through Project
DPI2006-13432.

Authors’ contributions
AP proposed the idea for this study and redacted most of the paper including the background, results and discussion.
JLI participated in the design of the study and carried out the FEAs for DTS and FS. CG participated in the revision of
literature and the development of the FE model of the endodontic restoration. All authors revised the final
manuscript.

Competing interests
The authors declare that they have no competing interests.

Received: 2 December 2010 Accepted: 2 June 2011 Published: 2 June 2011

References
1. Christensen GJ: Posts and cores: state of the art. J Am Dent Assoc 1998, 129:96-97.
2. Davy DT, Dilley GL, Krejci RF: Determination of stress patterns in root-filled teeth incorporating various dowel

designs. J Dent Res 1981, 60:1301-1310.
3. Holmes DC, Diaz-Arnold AM, Leary JM: Influence of post dimension on stress distribution in dentin. J Prosthet Dent

1996, 75:140-147.
4. Pegoretti A, Fambri L, Zappini G, Bianchetti M: Finite element analysis of a glass fibre reinforced composite

endodontic post. Biomaterials 2002, 23:2667-2682.
5. Asmussen E, Peutzfeldt A, Sahafi A: Finite element analysis of stresses in endodontically treated, dowel-restored

teeth. J Prosthet Dent 2005, 94:321-329.
6. Genovese K, Lamberti L, Pappalettere C: Finite element analysis of a new customized composite post system for

endodontically treated teeth. J Biomech 2005, 38:2375-2389.
7. Barjau-Escribano A, Sancho-Bru JL, Forner-Navarro L, Rodríguez-Cervantes PJ, Perez-Gonzalez A, Sanchez-Marin FT:

Influence of prefabricated post material on restored teeth: fracture strength and stress distribution. Oper Dent
2006, 31:47-54.

8. Boschian-Pest L, Guidotti S, Pietrabissa R, Gagliani M: Stress distribution in a post-restored tooth using the three-
dimensional finite element method. J Oral Rehabil 2006, 33:690-697.

9. Sorrentino R, Aversa R, Ferro V, Auriemma T, Zarone F, Ferrari M, et al: Three-dimensional finite element analysis of
strain and stress distributions in endodontically treated maxillary central incisors restored with different post, core
and crown materials. Dent Mater 2007, 23:983-993.

10. Rodríguez-Cervantes PJ, Sancho-Bru JL, Barjau-Escribano A, Forner-Navarro L, Pérez-González A, Sánchez-Marín FT:
Influence of prefabricated post dimensions on restored maxillary central incisors. J Oral Rehabil 2007, 34:141-152.

11. Ferrari M, Sorrentino R, Zarone F, Apicella D, Aversa R, Apicella A: Non-linear viscoelastic finite element analysis of the
effect of the length of glass fiber posts on the biomechanical behaviour of directly restored incisors and
surrounding alveolar bone. Dent Mater 2008, 27:485-498.

12. Gonzalez-Lluch C, Rodríguez-Cervantes PJ, Sancho-Bru JL, Perez-Gonzalez A, Barjau-Escribano A, Vergara-Monedero M,
et al: Influence of material and diameter of pre-fabricated posts on maxillary central incisors restored with crown.
J Oral Rehabil 2009, 36:737-747.

13. Hsu ML, Chen CS, Chen BJ, Huang HH, Chang CL: Effects of post materials and length on the stress distribution of
endodontically treated maxillary central incisors: a 3D finite element analysis. J Oral Rehabil 2009, 36:821-830.

14. De Groot R, Peters MC, De Haan YM, Dop GJ, Plasschaert AJ: Failure stress criteria for composite resin. J Dent Res
1987, 66:1748-1752.

15. Craig R, Powers JM: Restorative Dental Materials. St Louis: Mosby;, 11 2002.
16. Yaman SD, Karacaer O, Sahin M: Stress distribution of post-core applications in maxillary central incisors. J Biomater

Appl 2004, 18:163-177.
17. Ichim I, Kuzmanovic DV, Love RM: A finite element analysis of ferrule design on restoration resistance and

distribution of stress within a root. Int Endod J 2006, 39:443-452.

Pérez-González et al. BioMedical Engineering OnLine 2011, 10:44
http://www.biomedical-engineering-online.com/content/10/1/44

Page 15 of 16

http://www.ncbi.nlm.nih.gov/pubmed/9448353?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/7016944?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/7016944?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/8667271?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/12059016?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/12059016?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16198168?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16198168?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16214485?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16214485?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16536193?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16922743?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16922743?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/17070903?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/17070903?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/17070903?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/17244237?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/19702682?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/19840225?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/19840225?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/3479474?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/14871043?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16674739?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16674739?dopt=Abstract


18. Nakamura T, Ohyama T, Waki T, Kinuta S, Wakabayashi K, Mutobe Y, et al: Stress analysis of endodontically treated
anterior teeth restored with different types of post material. Dent Mater J 2006, 25:145-150.

19. Dejak B, Mlotkowski A, Romanowicz M: Strength estimation of different designs of ceramic inlays and onlays in
molars based on the Tsai-Wu failure criterion. J Prosthet Dent 2007, 98:89-100.

20. Williams JG: Stress Analysis of Polymers. Halsted press, New York; 1973.
21. Christensen RM: A comparative evaluation of three isotropic, two property failure theories. J Appl Mech 2006,

73:852-859.
22. Ban S, Anusavice KJ: Influence of test method on failure stress of brittle dental materials. J Dent Res 1990,

69:1791-1799.
23. Xie D, Brantley WA, Culbertson BM, Wang G: Mechanical properties and microstructures of glass-ionomer cements.

Dent Mater 2000, 16:129-138.
24. Hondrum SO: Storage stability of dental luting agents. J Prosthet Dent 1999, 81:464-468.
25. Probster L, Geis-Gerstorfer J, Kirchner E, Kanjantra P: In vitro evaluation of a glass-ceramic restorative material. J Oral

Rehabil 1997, 24:636-645.
26. Cefaly DF, Valarelli FP, Seabra BG, Mondelli RF, Navarro MF: Effect of time on the diametral tensile strength of resin-

modified restorative glass ionomer cements and compomer. Braz Dent J 2001, 12:201-204.
27. Coelho Santos G Jr, El-Mowafy O, Rubo JH: Diametral tensile strength of a resin composite core with nonmetallic

prefabricated posts: an in vitro study. J Prosthet Dent 2004, 91:335-341.
28. Nakamura T, Ohyama T, Imanishi A, Nakamura T, Ishigaki S: Fracture resistance of pressable glass-ceramic fixed

partial dentures. J Oral Rehabil 2002, 29:951-955.
29. Della Bona A, Benetti P, Borba M, Cecchetti D: Flexural and diametral tensile strength of composite resins. Braz Oral

Res 2008, 22:84-89.
30. De Jager N, de Kler M, van der Zel JM: The influence of different core material on the FEA-determined stress

distribution in dental crowns. Dent Mater 2006, 22:234-242.
31. Imanishi A, Nakamura T, Ohyama T, Nakamura T: 3-D Finite element analysis of all-ceramic posterior crowns. J Oral

Rehabil 2003, 30:818-822.
32. Shigley JE, Mischke CR: Diseño En Ingeniería Mecánica. México: MCGraw-Hill; 2002.
33. Casselli DS, Worschech CC, Paulillo LA, Dias CT: Diametral tensile strength of composite resins submitted to different

activation techniques. Braz Oral Res 2006, 20:214-218.
34. Dodiuk-Kenig H, Lizenboim K, Eppelbaum I, Zalsman B, Kenig S: The effect of hyper-branched polymers on the

properties of dental composites and adhesives. J Adhes Sci Tech 2004, 18:1723-1737.
35. Freitas AP, Jumaily S, Santos-Junior GC, Rizkalla A: Diametral Tensile Strength and Knoop Hardness of Commercial

Core Materials. IADR 86th General Session & Exhibition, Toronto; 2008.
36. Jonsén P, Häggblad HA, Sommer K: Tensile strength and fracture energy of pressed metal powder by diametral

compression test. Powder Technol 2007, 176:148-155.
37. Brosh T, Ganor Y, Belov I, Pilo R: Analysis of strength properties of light-cured resin composites. Dent Mater 1999,

15:174-179.
38. Eskitascioglu G, Usumez A, Sevimay M, Soykan E, Unsal E: The influence of occlusal loading location on stresses

transferred to implant-supported prostheses and supporting bone: A three-dimensional finite element study. J
Prosthet Dent 2004, 91:144-150.

39. Plotino G, Grande NM, Bedini R, Pameijer CH, Somma F: Flexural properties of endodontic posts and human root
dentin. Dent Mater 2007, 23:1129-1135.

40. Raygot CG, Chai J, Jameson L: Fracture resistance and primary failure mode of endodontically treated teeth
restored with a carbon fiber-reinforced resin post system in vitro. Int J. Prosthodont 2001, 14:141-145.

41. Sidoli EG, King PA, Setchell DJ: An in vitro evaluation of a carbon-fiber based post and core system. J Prosthet Dent
1997, 78:5-9.

doi:10.1186/1475-925X-10-44
Cite this article as: Pérez-González et al.: Interpreting finite element results for brittle materials in endodontic
restorations. BioMedical Engineering OnLine 2011 10:44.

Submit your next manuscript to BioMed Central
and take full advantage of: 

• Convenient online submission

• Thorough peer review

• No space constraints or color figure charges

• Immediate publication on acceptance

• Inclusion in PubMed, CAS, Scopus and Google Scholar

• Research which is freely available for redistribution

Submit your manuscript at 
www.biomedcentral.com/submit

Pérez-González et al. BioMedical Engineering OnLine 2011, 10:44
http://www.biomedical-engineering-online.com/content/10/1/44

Page 16 of 16

http://www.ncbi.nlm.nih.gov/pubmed/16706310?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16706310?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/17692590?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/17692590?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/2250083?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/11203534?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/10095218?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/9357743?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/11696919?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/11696919?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/15116034?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/15116034?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/12421325?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/12421325?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18425251?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16099031?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16099031?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/12880406?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/17119703?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/17119703?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/10551080?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/14970760?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/14970760?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/17116326?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/17116326?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/11843450?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/11843450?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/9237139?dopt=Abstract

	Abstract
	Background
	Methods
	Results
	Conclusions

	Background
	Methods
	Results
	Discussion
	Conclusions
	Acknowledgements and Funding
	Authors' contributions
	Competing interests
	References


<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /None
  /Binding /Left
  /CalGrayProfile (Dot Gain 20%)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Error
  /CompatibilityLevel 1.4
  /CompressObjects /Tags
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.0000
  /ColorConversionStrategy /CMYK
  /DoThumbnails false
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams false
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments true
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 300
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 300
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile ()
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /CreateJDFFile false
  /Description <<

    /BGR <>
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000410064006f006200650020005000440046002065876863900275284e8e9ad88d2891cf76845370524d53705237300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef69069752865bc9ad854c18cea76845370524d5370523786557406300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /CZE <>
    /DAN <>
    /DEU <>
    /ESP <>
    /ETI <>
    /FRA <>
    /GRE <>

    /HRV (Za stvaranje Adobe PDF dokumenata najpogodnijih za visokokvalitetni ispis prije tiskanja koristite ove postavke.  Stvoreni PDF dokumenti mogu se otvoriti Acrobat i Adobe Reader 5.0 i kasnijim verzijama.)
    /HUN <>
    /ITA <>
    /JPN <FEFF9ad854c18cea306a30d730ea30d730ec30b951fa529b7528002000410064006f0062006500200050004400460020658766f8306e4f5c6210306b4f7f75283057307e305930023053306e8a2d5b9a30674f5c62103055308c305f0020005000440046002030d530a130a430eb306f3001004100630072006f0062006100740020304a30883073002000410064006f00620065002000520065006100640065007200200035002e003000204ee5964d3067958b304f30533068304c3067304d307e305930023053306e8a2d5b9a306b306f30d530a930f330c8306e57cb30818fbc307f304c5fc59808306730593002>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020ace0d488c9c80020c2dcd5d80020c778c1c4c5d00020ac00c7a50020c801d569d55c002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /LTH <>
    /LVI <>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken die zijn geoptimaliseerd voor prepress-afdrukken van hoge kwaliteit. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /POL <>
    /PTB <>
    /RUM <>
    /RUS <>
    /SKY <>
    /SLV <>
    /SUO <>
    /SVE <>
    /TUR <>
    /UKR <>
    /ENU (Use these settings to create Adobe PDF documents best suited for high-quality prepress printing.  Created PDF documents can be opened with Acrobat and Adobe Reader 5.0 and later.)
  >>
  /Namespace [
    (Adobe)
    (Common)
    (1.0)
  ]
  /OtherNamespaces [
    <<
      /AsReaderSpreads false
      /CropImagesToFrames true
      /ErrorControl /WarnAndContinue
      /FlattenerIgnoreSpreadOverrides false
      /IncludeGuidesGrids false
      /IncludeNonPrinting false
      /IncludeSlug false
      /Namespace [
        (Adobe)
        (InDesign)
        (4.0)
      ]
      /OmitPlacedBitmaps false
      /OmitPlacedEPS false
      /OmitPlacedPDF false
      /SimulateOverprint /Legacy
    >>
    <<
      /AddBleedMarks false
      /AddColorBars false
      /AddCropMarks false
      /AddPageInfo false
      /AddRegMarks false
      /ConvertColors /ConvertToCMYK
      /DestinationProfileName ()
      /DestinationProfileSelector /DocumentCMYK
      /Downsample16BitImages true
      /FlattenerPreset <<
        /PresetSelector /MediumResolution
      >>
      /FormElements false
      /GenerateStructure false
      /IncludeBookmarks false
      /IncludeHyperlinks false
      /IncludeInteractive false
      /IncludeLayers false
      /IncludeProfiles false
      /MultimediaHandling /UseObjectSettings
      /Namespace [
        (Adobe)
        (CreativeSuite)
        (2.0)
      ]
      /PDFXOutputIntentProfileSelector /DocumentCMYK
      /PreserveEditing true
      /UntaggedCMYKHandling /LeaveUntagged
      /UntaggedRGBHandling /UseDocumentProfile
      /UseDocumentBleed false
    >>
  ]
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [612.000 792.000]
>> setpagedevice


